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Theoretical fitting characteristics of typical soft contact lens designs 
 
ABSTRACT 
PURPOSE:  To calculate theoretical fitting success rates for a range of typical soft contact lens designs 
using a mathematical model.  
METHOD:  A spreadsheet mathematical model was used to calculate fitting success rates for various 
soft contact lens designs.  The soft lens designs were evaluated using ocular topography data collected 
from 163 subjects.  The model calculated success rates based on acceptable edge strain falling within 
the range 0 to 6% and horizontal diameter overlap falling within the range 0.2 to 1.2 mm.  In the case 
of those lenses with multiple base curves (BCs), eyes unsuccessful with the steeper BC were tested 
with the flatter BC and aggregate success rates calculated.  The calculations were based on typical, 
currently available, hydrogel and silicone hydrogel soft lens designs and allowed for appropriate on-
eye shrinkage (1.0-2.3%).  The theoretical results were compared with those from actual clinical trials. 
RESULTS:  The theoretical success rates for typical one-BC lenses ranged from 60.7% (95% CI 7.2%) 
to 90.2% (95% CI 3.7%).  With typical two-BC designs, most combinations showed an increase in 
success rate by using a second BC (e.g. 84.0% → 90.2%).  However, one of the two-BC combinations 
showed only a negligible increase with a second BC (72.4% → 73.0%).  For designs with lower success 
rates, the greatest contributor to failure was inadequate lens diameter.  For a given lens design, 
differences in shrinkage (i.e. on-eye bulk dehydration) had a significant effect on success rate.  In 
comparison with historical clinical data, there was a positive correlation between the prevalence of small 
lens fittings and actual discomfort reports (r=+0.95, P=<0.001).  However, there was a poor correlation 
between theoretical and actual tight/loose fittings. 
CONCLUSIONS:  Mathematical modelling is a useful method for testing soft contact lens design 
combinations.  The results suggest that judicious choice of additional fittings can expand the range of 
fitting success. 
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INTRODUCTION 
Many of the important characteristics of soft contact lens performance can be anticipated from physical 
measurements, such as modulus, oxygen permeability, thickness, and coefficient of friction.  Elastic 
modulus, coupled with thickness profile, gives some indication of the lens’ handling characteristics and 
the likelihood of mechanical induced complications.1-3  Oxygen transmission can be correlated to open-
eye and closed-eye corneal swelling and limbal hyperemia.4  Recently, coefficient of friction has been 
related to comfort.5 
Many clinical trials attempt to compare the clinical performance of different clinical designs.  However, 
even with modest subject numbers, these are expensive, time-consuming and are only able to compare 
a limited number of lens designs.  An obvious alternative to the clinical testing of soft lens fitting success 
is to use computer modelling which is routinely used in the commercial development of soft lens 
designs.  A spreadsheet model has been described to evaluate effect of various aspects of soft lens 
parameters.6,7  
The main fitting characteristics governing the success of well-fitting soft contact lenses include 
tightness, and corneal coverage.8  The model estimates tightness by calculating the increase in lens 
circumference, or edge strain, when a given lens design is fitted to a given eye shape.  It estimates 
corneal coverage by calculating how much the lens overlaps the cornea when forced to align with the 
given ocular topography.7  Lens centration, movement and edge alignment are also important lens fit 
characteristics, however, these are consequent on lens tightness and therefore not considered by the 
model. 
The technique incorporates some obvious approximations which limit its accuracy but some effort has 
been made in this study to correlate the findings with actual clinical data. 
The purpose of this project has been to use spreadsheet modelling to assess the theoretical fitting 
success of a wide range of currently available spherical soft contact lenses and to compare this with 
historical data from previous clinical trials. 
METHOD 
This computer modelling study estimated the theoretical fitting success rates for a range of soft lenses 
using population data from a previous study.9  The mathematical model calculated soft lens fit 
characteristics (tightness, corneal overlap) against pre-set acceptance criteria and determined whether 
given lenses on given eyes were acceptable.  The theoretical data were compared with historical data 
from previous JJVCI clinical trials. 
Subject Database 
The subject database comprised data from 163 eligible UK subjects who had been examined in a 
previous study.9  To be included in the database, subjects were required to have a spectacle cylinder 
<2.00D and no keratoconus or other severe corneal irregularity contraindicating lens wear. 
Ocular topography data from only one eye per subject were used; this was the right eye data unless 
only the left eye data were available. 
The ocular topography inputs were corneal apical radius, corneal asphericity (shape factor), corneal 
diameter and corneoscleral junction angle (Table 1).  The corneal diameter was the true corneal 
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diameter as opposed to the conventional clinical measurement of horizontal visible iris diameter (HVID) 
which underestimates the true diameter by approximately 1.5 mm.9,10  
Table 1: Summary of ocular topography data and demographics (N=163) 
Ocular variable Mean (SD) Median Range 
Apical radius (mm) 7.78 (0.30) 7.78 7.01 8.77 
Shape Factor 0.52 (0.16) 0.53 -0.01 0.91 
Corneal Diameter (mm) 13.39 (0.44) 13.4 12.10 14.41 
Corneoscleral Junction (°) 175.4 (2.3) 175.4 166.2 179.7 
Age (years) 37.7 (15.6) 15.6 18 65 
Sphere Refraction (DS) -1.62 (2.3) -1.25 +3.00 -9.25 
Cylinder Refraction (DC) -0.57 (0.45) -0.50 0.00 -2.00 
Ethnicity 
White: 79%; East Asian British: 18%; 2% Mixed 
Race 
Study Lenses  
A range of 15 current representative spherical soft lens designs were tested (Table 2).  The base curve 
(BC) and diameter values were taken from manufacturer’s specifications.  The shrinkage factors were 
calculated from measurements of lens diameter at room and eye temperatures using an established 
method.3,11  This represents the amount of change in BC and diameter when lenses are placed on the 
eye and raised to ocular surface temperature. 
For the purposes of the theoretical analysis, it was assumed that the lens back surface design was 
monocurve and spherical. 
These lens designs were based on currently available designs and therefore represent a cross-section 
of contemporary lenses.  For the six lens brands currently available in two BCs, the aggregate overall 
success rate was calculated as well as the individual success rates. 
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Table 2: Study CLs sorted by shrinkage factor (shaded cells indicate hydrogel CLs) 
Lens 
 Code 
Daily  
disposable/ 
Reusable 
Water  
content (%) 
BC  
(mm) 
Diameter  
(mm) 
Shrinkage 
 Factor 
A DD 46 8.50, 9.00 14.2 0.9969 
B DD 38 8.50, 9.00 14.3 0.9932 
C Reusable 38 8.40, 8.80 14.0 0.9929 
D Reusable 41 8.40, 8.80 14.0 0.9926 
E Reusable 24 8.40, 8.60 13.8 0.9920 
F DD 33 8.50 14.1 0.9904 
G Reusable 36 8.60 14.0 0.9901 
H Reusable 33 8.60 14.2 0.9870 
I DD 56 8.60 14.1 0.9821 
J DD 54 8.40 14.2 0.9790 
K Reusable 48 8.60 14.0 0.9786 
L DD 58 8.50, 9.00 14.2 0.9772 
M DD 69 8.70 14.0 0.9756 
N DD 78 8.60 14.2 0.9571 
O DD 59 8.60 14.2 0.9508 
Lens Analysis 
A spreadsheet computer model was used to calculate the lens fit success rates of various soft lens 
designs.7  This updated version allows separate inputs for vertical and horizontal ocular topography.  It 
allows calculations to be done for two lens designs and to give an overall success rate, for example, 
for a lens design incorporating two base curves. 
The lens inputs include diameter, BC and shrinkage factor for the given lens material (Table 2).  The 
15 lens designs were analysed using the database of 163 eyes (Table 2).   
For a given lens and eye, the model determined whether the lens provides an acceptable fit based on 
two characteristics: i) edge tightness (or strain) and ii) horizontal corneal overlap.  The edge strain was 
averaged for horizontal and vertical meridians.  The lens’ overlap of the cornea was based on only the 
horizontal meridian and the horizontal cornea is invariably larger than the vertical.  For a lens to be 
judged acceptable, it was required to show mean edge strain falling within the range 0 to 6% and 
horizontal corneal overlap falling within the range 0.2 to 1.2 mm. These thresholds were estimated 
using historical clinical study data.   
Success rates were based on the proportion of the 163 eyes showing as acceptable fit for tightness, 
diameter overlap and overall acceptance.  The overall success rate, therefore, indicated the proportion 
of lens fittings that were acceptable for both diameter and tightness.  In the case of those lenses with 
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multiple BCs, those eyes not successfully fitted with the steeper BC, were tested with the flatter BC and 
the aggregate success rates calculated.  
Historical Clinical Data Comparison 
In order to evaluate the reliability of the model, the theoretical results for specific lens types were 
compared with actual clinical data from historical unpublished study data.  Key lens fit data were 
extracted from eight previous clinical studies.  The previous studies involved a representative sample 
of ten of the reusable and daily disposable lens types analysed and sample sizes varied from 100 to 
258 subjects per lens type.  The following summary data relating to lens fitting results were extracted: 
 Proportion of eyes reporting frequent/constant discomfort 
 Proportion of eyes with non-optimal loose or tight fittings, i.e. Grade -1/-2 or Grade +1/+2 (-2 to 
+2 scale, 0-optimum), respectively. 
Statistical Analysis 
The 95% confidence intervals were calculated for all success rates using the following formula:   
SQRT((p*(1-p))/N)*1.96  (where p = proportion, N = sample size) 
Spearman's rank correlation coefficient was used to test for associations between selected variables. 
RESULTS 
Lens Analysis 
The results are summarised in Table 3, and in Figure 1 (overall success rates) and Figure 2 (multiple 
BCs). 
For the single BC designs, the overall success rate ranged from 60.7% (Lens M & O) to 90.2% (Lens 
F & H). The ranges were similar for single BC design daily disposable (60.7-90.2%, Lens M & O and 
Lens F respectively) and for reusable lenses (68.7-90.2%, Lens K and Lens H respectively) (Table 3, 
Figure 1). 
Six of the lens types comprised two BCs. In each case, the steeper BC was the most successful overall. 
The use of an additional flatter BC increased the success rate, on average by 6% (median).  The 
greatest increase was for Lens B for which the combined success rate was 95.1% compared with 
82.22% for the steep BC only. The least successful combination was Lens E for which the combined 
success rate was 73.0% compared with 72.4% for the steep BC only.  With two BCs, high success 
rates were achieved with both daily disposable and reusable lenses (Table 3, Figure 2). 
The highest overall success rate was, therefore, achieved by the two-BC combination of daily 
disposable silicone hydrogel Lens A (95.7%).  With reusables, the highest overall success rate was 
with Lenses C & D (two BC) and Lens F (one BC), all silicone hydrogel lenses (90.2%). 
Across all lens types, the most common reason for failure was excessively small diameter (19.7%); 
lenses were found to be too large in only a small proportion of cases (0.7%).  Loose fittings were more 
common than tight fittings (5.4% vs. 3.0%) (Table 3). 
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Table 3: Summary of theoretical CL fit success rate calculations. Diameter success 
based on overlap criteria, tightness success based on edge strain criteria and 
overall success based on aggregate of both. (St: steep BC; Fl: flat BC) 
Lens 
Diameter 
Success 
Small Large 
Tightness 
Success 
Tight Loose 
Overall 
success 
95% CI 
A-2BC 95.7% 4.3% 0.0% 96.3% 0.0% 3.7% 95.7% 2.2% 
A-St 92.6% 3.7% 3.7% 93.9% 4.9% 1.2% 89.0% 3.9% 
A-Fl 84.0% 16.0% 0.0% 77.9% 0.0% 22.1% 70.6% 6.5% 
B-2BC 95.1% 4.3% 0.6% 96.9% 0.0% 3.1% 95.1% 2.4% 
B-St 91.4% 3.7% 4.9% 87.7% 11.0% 1.2% 82.2% 5.1% 
B-Fl 89.0% 10.4% 0.6% 79.8% 0.0% 20.2% 74.8% 6.0% 
C-2BC 90.2% 9.8% 0.0% 95.7% 0.0% 4.3% 90.2% 3.7% 
C-St 90.2% 9.2% 0.6% 92.0% 6.7% 1.2% 84.0% 4.8% 
C-Fl 73.0% 27.0% 0.0% 89.6% 0.0% 10.4% 69.9% 6.5% 
D-2BC 90.2% 9.8% 0.0% 95.7% 0.0% 4.3% 90.2% 3.7% 
D-St 90.2% 9.2% 0.6% 92.0% 6.7% 1.2% 84.0% 4.8% 
D-Fl 73.0% 27.0% 0.0% 89.6% 0.0% 10.4% 69.9% 6.5% 
E-2BC 73.0% 27.0% 0.0% 95.1% 0.0% 4.9% 73.0% 6.2% 
E-St 73.0% 27.0% 0.0% 97.5% 0.6% 1.8% 72.4% 6.3% 
E-Fl 62.6% 37.4% 0.0% 94.5% 0.0% 5.5% 62.6% 7.1% 
F 91.4% 8.0% 0.6% 96.9% 1.2% 1.8% 90.2% 3.7% 
G 78.5% 21.5% 0.0% 95.1% 0.6% 4.3% 77.9% 5.7% 
H 91.4% 8.0% 0.6% 97.5% 1.2% 1.2% 90.2% 3.7% 
I 79.8% 20.2% 0.0% 98.2% 0.6% 1.2% 79.1% 5.5% 
J 90.8% 7.4% 1.8% 81.6% 18.4% 0.0% 73.6% 6.2% 
K 69.3% 30.7% 0.0% 95.1% 0.6% 4.3% 68.7% 6.6% 
L 90.2% 9.2% 0.6% 92.0% 6.7% 1.2% 84.0% 4.8% 
M 62.0% 38.0% 0.0% 92.6% 0.6% 6.7% 60.7% 7.2% 
N 69.3% 30.7% 0.0% 98.2% 1.2% 0.6% 68.1% 6.7% 
O 62.0% 38.0% 0.0% 96.9% 1.8% 1.2% 60.7% 7.2% 
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Figure 1: Summary of overall success rates for representative CL designs.  Only 
steepest base curve (BC) shown where multiple BCs available (Dark shaded bars indicate 
hydrogel designs, spotted bars indicate daily disposables, error bars indicate 95% confidence 
intervals) 
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Figure 2:  Summary of overall success rates (SRs) for multiple base curve (BC) 
designs. (Textured bars indicate aggregate SRs for two BCs. Error bars 
indicate 95% confidence intervals; St steep: BC; Fl: flat BC) 
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Figure 3: Comparison of prevalence of uncomfortable fittings versus theoretical 
prevalence of small fittings (n= 100 to 258 subjects per sample) 
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Figure 4: Comparison of the prevalence of actual sub-optimal fittings (tight & loose) 
versus theoretical prevalences (n= 100 to 258 subjects per sample) 
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later prove to be uncomfortable due to inadequate corneal coverage.   Discomfort is frequently cited as 
a reason for the relatively high discontinuation rate from soft contact lenses.15-16 
The use of two BCs increased the overall success rate with each of the six lens types; however, this 
increase varied by lens brand.  The second BC increased the overall success rate by 6%, on average, 
but in all but one case, the combined success rate was 90% or more.  Lens A achieved an impressive 
combined success rate of 95.7%.  It is interesting that, with Lens E, the flatter BC only facilitated a 
minimal improvement in success rate (0.6%). 
The proportion of theoretical lens fittings found to be tight or loose was relatively small and reflects the 
situation found in clinical practice.  It is notable that inadequate corneal coverage was the most common 
reason for potential failure.  Even with the most successful design (Lens F), 8% of fittings were 
calculated as being too small.  This suggests that, for most lens types, the greatest opportunity lies in 
providing additional designs that give a larger on-eye diameter. 
One of the most striking findings of the study is the suggestion that a high proportion of lens fittings fail 
to give adequate corneal coverage and that this is the most common reason for lens failure.  This 
prompts the question as to why this is not more commonly recognised; the answer may lie in the fact 
that true corneal diameter is typically 1.5mm larger than the horizontal visible iris diameter (identified in 
clinical practice) and that this shortcoming is not always obvious to practitioners when viewing with a 
slit lamp.  The most likely effect of inadequate corneal coverage is discomfort from pressure of the lens 
edge as it impinges onto the cornea, and this may be the case.  Those lens types that are relatively 
small on the eye have also tended, in previous studies (Figure 3), to result in a high proportion of 
uncomfortable lens fits.  Since it is known that other factors, such as surface lubricity or edge design, 
affect soft lens comfort, this finding is particularly compelling. 
These comparisons of the theoretical fit data with historical clinical data provide some support for the 
validity of the model, although do not confirm it.  The tight lens fittings appear to show a trend of studies 
finding a greater proportion of tighter fittings with those lens types predicted by the model to show a 
higher proportion.  However, perhaps because of the small sample size, the correlation was not 
statistically significant. 
Limitations 
Inevitably with mathematical modelling, there are limitations to the methodology. Some of these have 
been described elsewhere.6,7 
In assumed order of descending importance, these include the following:  i) the theoretical fit 
calculations are based on labelled, manufacturer values, however, with some lens types, the actual 
measurements may differ from the labelled values17;  ii) the calculations assume that each lens has a 
spherical, monocurve back surface profile;  iii) the model makes no allowance for variation in modulus;  
iv) the model assumes no decentration;  v) the model assumes that the lenses align with the front 
surface of the eye.  The most notable limitation is the lack of allowance for modulus; it is likely that high 
modulus materials have a lower tightness threshold and, therefore, slightly poorer success rate.  
Decentration can have a critical effect on corneal coverage, however, experience suggests that large 
amounts of decentration either accompany a fitting which is also excessively loose or where 
conjunctival anomalies such as pingueculae prevent normal centration. 
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CONCLUSIONS 
Mathematical modelling allows rapid evaluation of varying soft CL designs and design combinations on 
a large population sample. 
Despite the narrow range of lens parameters, the theoretical success rates showed wide variation (61-
90%), for two reasons: i) large variation in shrinkage factor, and ii) importance of selecting the right 
combination of BC and diameter. 
The use of a second BC increased the overall success rate; typically, a second, flatter BC increased 
the success rate by 7% suggesting that judicious choice of additional fittings can expand the range of 
fitting success. 
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